The use of a process challenge device in dental office gravity displacement tabletop sterilizers.
There is evidence that dental office sterilizers often fail to pass the challenge of a biological indicator test. The use of a class 5 integrating indicator in each load could reduce the risk of instruments being released when all parameters for sterilization have not been met.